Buyer: Michelle Musick 3982 OF REBID Opening Date: 06/11/12
Dept of Agriculture

AWARD
SEE EXPLANATION
Consolidated Machine
E Laboratory Autoclave Cgr?srglgd/:tae d Getinge Group Getinge Group Innova;\;ztl‘;?nbsoratory Innovag\;zt:eranbsoratory Tuttnauer
= Sterilizers
Description Qty | UOM Unit Price Unit Price Unit Price Unit Price Unit Price Unit Price
Laboratory Autoclave $ 30,976.00| $ 36,426.93| $ 37,151.91( $ 41,000.00( $ 41,000.00| $ 31,288.00
Manufacturer Name 1] EA Consolidated Primus Primus Tuttnauer
Model #: 3AV-ADVPRO 533LS 522LS PSS9-A-MSSD PSS9-A-MSSD 5596-SP-V
Optional Trade-In
2 |Primus LW 163 Autoclave/ 1| EA 0 $ (5,000.00)| $ (5,000.00)| $ (4,500.00) N/A
Sterilizer
Optional Items:
Eg'clfsm Decontamination 1| EA included included $ 8,400.00
Loading Rack and shelves 1] EA S 519.20 $ 1,000.00( $ 1,000.00( $ 300.00
Intermediate shelf 1] EA|S 280.00 $ 540.29| $ 468.00| $ 468.00( $ 100.00
Loading Cart 1] EA|S 3,300.00| $ 1,657.60 $ 584.00| $ 584.00| $ 875.00
Carriage 1 [ EA Included $ 1,807.32 $ 875.00
Multi probe sealing gland 1] EA|S 272.80 included included $ 544.00| $ 544.00| $ 1,500.00
Liguid RTD (Load Probe) 1 [ EA $ 784.12| $ 784.12
533 True Vacuum Pump (no 1| ea $ 7.022.50
ejector)
PRI-SAVER Water 1| EA $ 2,500.00| $ 2,500.00
Conservation System
Stainless Steel Cabinet
Enclosure (For Free-Standing| 1 | EA $ 1,625.00
Installation.)
Integrated Air Compressor
(Required if house air is 1| EA $ 1,300.00
unavailable)
1 Year Extended Warranty (2 1| Ea 3 877.00
Years Total)
Un-Install Existing Unitand | | £ | ¢ 3,000.00| $ 426195 $ 4,261.95 $ 3,500.00
Install New Unit
Install New Unit Only 1 [ EA $ 3,321.00| $ 3,321.00
Final connections of utilities
within 5 feet of the sterilizer 1| EA $ 1,271.70| $ 1,217.70
being installed
Payment Terms net 30 net 30
Delivery Days ARO 45 45 90
After drawing approval
Comments

Award Explanation

Low Bidder - Consolidated Machine Corp does not meet
specification Q.1 External Dimensions approximately 72"H x 29"
W x 44" D.

Second Bidder - Tuttnauer does not meet specification Q.7. Door
seal lasts a minumum of two years without replacement.
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